Pseudo SVT in the pacemaker patient.
This is an interesting report of a supraventricular tachycardia in a paced patient with intermittent atrioventricular nodal block. Only electrophysiology testing revealed the correct diagnosis. Images explain how pacemaker timing cycles and refractory periods can confuse an otherwise straightforward diagnosis.